Koz

Certificate of Sterilization

SURGICARE

PRODUCT

METHOD OF STERILIZATION

” STERILIZATION BATCH NO

NAMLE OF PARTY

POWDER FREE STERILE SYNTHETIC NITRILE

EXAMINATION GLOVES

EO

220803 504,22 08 03 604, 22 08 03 413, 22 08 04 605, 22 08
04 505,22 08 04 405,22 08 21 530,22 08 21 531, 22 08 23 433,
220824 435,22 08 24 535,22 08 26 537, 22 08 30 642,

M/S. BARNA IMPORT MEDICA S.A. SPAIN

W.0.NO. EX 090 Dated 09.07.2022
INVOICE NO KLIP162/22-23 Dated 02.09.2022
P.I. NO \ 5601 Dated 04.08.2022
REPORT NO COS/E15/090/330/09-2022
BRAND NATURFLEX
DATE 06.09.2022
Product . E.O. Exposure 4 v
Description Bizs BafelNo. Qty/Rrs Concentration Time Temy Humidity
SMALL 2208090 E15 S 60,000
Powder Free
Sterile Synthetic
Nitrile MEDIUM | 2208090 EISM | 75,000 750 + 50 mg/lit 5 Hrs 55+5°C | 30% (Min)
Examination
Gloves
LARGE 2208090 E15 L 30,000
TOTAL QTY 1,65,000

All parameters are validated and controlled as per EN ISO 11135 -1: 2014 & EN 556 - 1: 2006.

This product meets SAL of 107,

For KANAM LATEX INDUSTRIES (P) LTD.,

Sk

S.K.Donald
QA Manager

Kanam Latex Industries Private Limited
12/67C, Anarthanadarkudy,

Kanyakumari District - 629 201,

Tamil Nadu, India

KL/EV/QA/F.08/A/2017
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